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Fermi National Accelerator Laboratory (Fermilab) is now beginning to depend 

upon dedicated gas analyzers in their collider and large fixed target experiment 

areas. In the past one or two gas samples were taken and sent off to Argonne 

National Laboratory for gas analysis, for even a basic check of ratios for Ar 

(Argon) C,H, (Ethane) 50/50% mixtures. 

With the smaller experiments “down time” due to malfunctions with “in 

house” gas blending or manufacture’s blending errors, a “quick purge” of correct 

gas could be obtained in several hours with the smaller gas systems. 

Due to the size of the collider experiments and larger fixed target demands 

on beam time, a more reliable means of sampling (24 hours a day) is now 

incorporated into nearly every detectors gas system of these experiments. 

Usually a set of smaller (canary) chambers are fabricated into the delivery 

and return gas lines to constantly monitor gas performance, controlled either by a 

radioactive source or by cosmic rays. 

When a fault is detected by the Canary chamber the problem can then be 

pinpointed with the analyzer rack system, within a few minutes of monitoring 

various gas sample points. 

At other times, a large gas supply that is on hand (tube trailers), may need 

the premix to be altered slightly. E-740 (Dg) h as the ability to blend in three 

pure gases [Ar, CO,, FR4] to correct the gas ratio. By monitoring the blending 

tanks the mass flow transducers corrections can be validated in a short period of 

time. 
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STYLES OF SAMPLING 

After reviewing several prototype designs of sampling, two styles were selected 

by the DO muon users. The first “Keyed Valve Type” (see dia. 1) was thought 

to be of a reasonable approach with only one (1) valve to be opened with a key 

type device. But, after reviewing several failure paths (valve not shut completely 

or seat failure) back mixing would still occur via the common manifold that the 

sampling valves incorporate. 

The second design “Switch Board Type” (see dia. 2a) proved to be a more 

reliable means of sampling the gas mixtures. An absolute representative of gas 

can be acquired with only one “Quick Connect” devices installed at a time. The 

only failure is a rupture in the flexible hose, and this will result in a leak to the 

room but not a back mix situation in the blending system. This leak can be 

minimized with fixed orifices installed at the sample lines. Both systems are 

equally liable to line leakage in this type of failure. 

DO final design incorporates a “Swaglok Bulkhead Type Female Quick- 

Connector” to lessen the amount of flexible tubing involved in the front panel of 

the analyzer rack (see dia. 2b), and also a purge line connector of the same make 

to reduce the contamination of gas samples which have sat for long periods of 

time in the tubing (see dia. 3). 
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